[Intracoronary fracture of a guidewire tip in percutaneous coronary angioplasty].
The authors report a case of intracoronary rupture of the tip of a guidewire used for angioplasty. They discuss its mechanism and management. The hazards involved in re-using coronary dilatation material are underlined.